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An 85-year-old female with severe aortic ste-
nosis was referred for transfemoral transcatheter 
aortic valve implantation (TAVI). Initial aortography 
showed trivial aortic regurgitation (AR) (Fig. 1A, 
Suppl. Video 1). After insertion of a Lunderquist 
Extra-Stiff Wire Guide (LES; Cook Inc., USA) into 
left ventricle, blood pressure decreased gradually 
to 60 mmHg, unresponsive to catecholamines. 
There was no evidence of left ventricular perfora-
tion, exacerbation of mitral regurgitation, or pe-
ripheral artery perforation. Aortography revealed 
severe AR and immobile right coronary leaflet 
(Fig. 1B, Suppl. Video 2). After removal of LES 
and switching to a pigtail catheter, vitals and AR 
improved immediately (Fig. 1C, Suppl. Video 3). 
Finally, a 29 mm Portico (St. Jude Medical, Inc., 
USA) was implanted with Safari wire (Boston Sci-
entific, USA) (Fig. 1D).
Guidewires with moderate stiffness compared 
to LES tend to go in line with a patient’s anatomy 
and pass toward non-coronary cusp and settle 
within the commissure between right-coronary 
and non-coronary cusp. In this case, LES might 
have blocked the right coronary leaflet, leading 
to severe AR. LES, which has more than double 
the stiffness than other guidewires, tends to 
remain straight rather than along a patient’s 
anatomy and may be more likely to go toward 
right-coronary cusp (Fig. 1E, F). When using an 
LES, efforts to exclude severe AR if patient vitals 
deteriorate is important in preventing disastrous 
complications.
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Figure 1. Aortography during transcatheter aortic valve implantation and computed tomography (CT) reconstruc-
tion (A) Initial aortography shows trivial aortic regurgitation (AR) (Suppl. Video 1). B. Aortography after insertion of 
a Lunderquist Extra-Stiff Wire Guide in left ventricle (LV) reveals severe AR and immobile right coronary leaflet 
(Suppl. Video 2). C. Immediately after removal of the Lunderquist wire from LV, aortography shows improvement 
of AR (Suppl. Video 3). D. Final aortography shows an excellent result. Three-dimensional CT reconstruction of right 
anterior oblique projection (E) and anterior-posterior projection (F). Green solid lines indicate the Lunderquist wire 
position, going straight rather than being along the patient’s anatomy. Blue dotted lines demonstrate the expected 
position of the other guidewires, passing toward non-coronary cusp (NCC); LCC — left-coronary cusp; RCC — right-
-coronary cusp.
